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WARNING LETTER

Sot-ember 16.1999

REF: NYK-2CO0- 10

CERTIFIED MAIL
RETURN RECEIPT REOUESTED

hla}-er J. Sud, N.I.D.
372 p~~[ .+~enlle

Westbur}-, New York 11590

Dear Dr. Saad:

Your facility was inspected on October IS, 1999 by a representari~-e of the Nassau County Dept.

of Health, acting in behalf of the Food md Drug .%dministr~rion (FD.4). This inspection revealed

a serious regulator}- problem involving the mammography Jr ~-out-facility.

Under a United States Federal law-, the Mammography Quality Standards Act of 1992, your
facility must meet specific requirements for mamrnograph>’. These requirements help protect the
health of women b}- assuring that a facility can perform quality mammography. The inspection

revealed the following Level I findings at your faci!ity.

1. Processor QC records cere missingon all 3 days of operation in September 1999, or 100%
of the time, for the ~processor.-..

2. Processor QC records were missing on 9 consecutive days for the
processor.

3. Phantom QC records were missingfor 12 weeks for the ~ mammographic x-ray
unit.

The specific problems noted above appeared on your MQSA Facility Inspection Report which
was issued to your facility at the close of the inspection. These problems are identified as Level
1 because they identify failures to meet significant MQSA requirements.
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Because these conditio]ls MJ} bt s}”mptonuric of jtriuu> un~lc”rltin~ problcrns th.lt CC)LIIJ

compromise the qualir}- of m~mmogr.lph)- .~[>“our i~cilit~, thc~- rcpr~sen[ tiol. ~tions of the I.ln”
which may result in FD.+ t~king regu!~torl- ~ction n-irhout further notice [o >-ou. These .w[ions

include, but are not limited to, pl.icing ?-our facili[). under .1Direcred P].m of Correction, ch.lrgin~

your facilit~- for the cost of on-site monitoring, assessing cit”i] mone}- pen.dties LIpto Sl~,CS2for
each failure to substantially comply with, or each day of failure to substantiall}- complj- with,
MQSA srand~rds, suspension or revocation of }-our hcility’s FD.\ certific~te, or obtaining .I cour[

injunction against further mammograph~-. -

In addition, your response should address the Level 2 fin~ing th.~t n-as lisred on the inspection
report provided at the close of the inspection. The Le~-el 2 finding is:

The radiologic technologist, ~ did not meet the confirming education
requirement of having completed a vzinimllm of 15 CEUS in mammography in a 36 montk
period.

It is necessary for you to act on these mmers immedi~tel~r. Please explain to this office in writing

within fifteen (15) working d~?-s from the date ]-our received this letter:

● The specific steps you ha~.e taken to correct the violations noted in this letter;

. Each step your facility is taking to prevent the recurrence of similar violations; and

. Sample records that demonstrate proper record keeping procedures.

Please submit your response to the attention of Lillian C. Aveta, Compliance Officer, U.S. Food
and Drug Administration, 850 Third Avenue, Brooklyn, New York 11232, Tel. (718) 340-7000,

ext. 5142.

Finally, you should understand there are many FDA requirements pertaining to mammography.

This letter pertains only to findings of our inspection and does not necessarily address other

obligations you have under the law. YOLI may obtain general information about all of FDA’s

requirements for mammography facilities by contacting the Mammography Quality Assurance

Program, Food and Drug Administration, P.O. Box 6057, Columbia, Maryland 21045-6057
(1-800-838-7715), or through the Internet at http: //www.fda.eo~.
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